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allen anwendbaren Anforderungen der folgenden Richtlinien
entspricht:

1. Richtlinie 9Bl79lEG über In-vitro Diagnostika
klassifizieft gemäß Artikel 9 als: "alle anderen Produkte"

2. Richtlinie 2014 I 30 | EU über Elektromagnetische Vefträglichkeit

3. Richtlinie 20ILl65lEU RoHS II

4. Richtl inie 2014 I 35 | EU N iederspannungsrichtlinie

Das QM-System des Herstellers ist zeftifiziert nach:

EN ISO 13485:2012+ AC:2OL2

Diese Erklärung bescheinigt die Übereinstimmung mit den
genannten Harmonisierungsrechtsvorschriften, beinhaltet
jedoch keine Zusicherung von Eigenschaften,

Konform itätsbeweft ungsvetfa h ren :

Gemäß Anhang III der Richtlinie 98179lEG

KO N FO RM ITATSE RKLARU N G

DECLARATION OF CONFORMITY

Doc#030/10-2015

TECO Medical Instruments Production and Trading GmbH
Name des Herstellers / Manufacturer's name

Dieselstrasse 1, 84088 Neufahrn, Germany
Anschrift | Address

erklären in alleiniger Verantwoftung, dass das Produkt - IVD-BIutgerinnungsmessgerät,
declare under our own responsibility, that the product - IVD Coagulation analyzer

Coatron A6 Plus
Bezeichnung, Typ oder Modellname I name, type or model

meets all applicable requirements of:

L Diredive 9B/79/EC on In-vitro dragnostic medical devices
classified according to afticle 9 as: "all other products"

2. Directive 2014/30/EU on eledromagnetic Compatibility

3. Directive 2011/65/EU RoHS II
4. Directive 2014/35/EU Low Voltage

The QM-system of the manufacturer is ceftified for:

EN ISO 73485:2072+AC:2072

This declaration attests the accordance with the mentioned
harmonization rule but does not lnclude a waranfi of propefties.

Co n form ity assessm en t p roced u re :

According to Annex III of Directive 98/79/EC

Oft und Datum der Unterzeichnuno:
Place and date of issue:

14.03.2018

Christia

March 14, 2018
Gültig bis 01.04.2019

Valid until April lst, 2019
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